
Sterility:

Restocking:

Crowns exposed to blood and saliva 
should be cleaned of debris and steam 
autoclaved prior to restocking.

To remove debris, contaminated crowns 
may be immersed in 3% hydrogen peroxide 
for one minute then rinsed thoroughly with 
air/water spray.

Place crowns in a sterilization pouch. 
Steam autoclave at 121C(250F) for 30min, 
or 135C(275F) for 10min.
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